


W #ERE l OPERATION

@ FHEHDRIEIZSELECTORR A vF “AVG” [CEREL TKL 1. Select the Mode switch to "AVG" FM position
=0, ® "Forward" scale indicates Forward Power.

@ FHENBLURMEADIE ® "Reflected" scale indicates Reflected Power.

FORWARDZ:R() B BN RIEEHERETYE, hS o —/N—% ® Effective Radiated Power.
BES B LEHAICIEUIERELET, To measure effective radiated power, subtract Reflected power
REFLECTEDR RDEENREEHEE T bT P —/N— from Forward Power. (Apparent loss is only produced by impe-
EEMESERET Ty TF U OREICRUERFENE dance mismatch and does not include cable losses.)
ot
ERLES. 2. Monitoring P.E.P power
® BEMEHEHDORE Turn the Mode switch to PEP SSB position
ﬁﬁiﬁ%ﬁ?‘a‘gﬂ?t&Eﬂ%ﬁ?ﬁﬁ?@%bfﬁﬂﬁ%%ﬁf‘?o When the transmitter is operated and the switch is in the PEP
€1 it“—ﬁ YARESICLHPBHETREBT —TIVICLBEY position the meter needle Monitor PEP of the SSB signal.
BEENEEA.) Bl - §HESHIET 10W For monitoring PEP, a condensor is placed into detector circuit.
REIEHIET o,4w:| DiHE This function can not hold peak envelope power.
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Rf : Forward Power
Rr : Reflected Power
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W EESEIE B CAUTIONS
® B0QDEET—TINEFERLTZE W, (75QDRET — 1. Use only 50 ohms coax line for connections. This will maintain
TIVEFERLET T FTIIREEZECAETEE A, ) the accuracy of the meter.
@ AEIERADA = —IERBRETT D oEMNIRE. HE% 2. For accurate power measurements, use 50 ohms pure resista-
BEZRWED LTSS, nce dummy load.
@ TTIDORyF L IBBIKICTNTOHEBEEZEALAY. 3. The meter movements are highly sensitive. Prevent mechani-
RERTOTTEBAOIRIFZENLETE BEELE cal shock and vibration.

AU THAEERIBT S EDHYETOTERELTILES, ) . )
4. Measuring power with a poorly matched antenna or disconne-

® fﬁﬁgﬁgﬁfiig;ﬁ;%igg%;i;gﬁb\ﬁhj (373 cting the output of the bridge while operating may damage the

ZORICIEA—F —BEICHIRO TS RF v & FSBERLES ) meter.
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